Aided masked thresholds: case of deception.
A case of contaminated functional gain measures from internal hearing aid noise is presented and clinical implications addressed. The contaminated functional gain measures underestimated real ear insertion gain. Recognition of this source of functional gain measurement error is essential for accurate hearing aid fitting.